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Referral Testing

Test Name Result Flag Ref-Ranges Units Site

Collected: 08/30/2023 08:49 Received: 08/30/2023 08:49

LAB:
Strongyloides AB 0.8 <=0.9 IV ARRL

INTERPRETIVE INFORMATION: Strongyloides Ab, IgG by ELISA

  0.9 IV or less....... Negative - No significant
                        level of Strongyloides IgG
                        antibody detected.

  1.0 IV................Equivocal - The Strongyloides IgG
                        antibody result is borderline and
                        therefore inconclusive. Recommend
                        retesting the patient in 2-4 weeks,
                        if clinically indicated.

  1.1 IV or greater ... Positive - IgG antibodies to
                        Strongyloides detected, which
                        may suggest current or past
                        infection.

False-positive results may occur with prior exposure to
other helminth infections. Testing low-prevalence
populations may also result in false-positive results.
Performed By: ARUP Laboratories
500 Chipeta Way
Salt Lake City, UT 84108
Laboratory Director: Jonathan R. Genzen, MD, PhD
CLIA Number: 46D0523979

Reported Date: 8:492023.08.30

Performing Site:

ARRL: ARUP REFERENCE LAB 500 Chipeta Way Salt Lake City UT 841081221

rpt_ch_

Form: MM RL1

Printed D&T: 08/30/23 08:50

Ordered By: Kajal V. Sitwala, MD, PhD - Medical Director
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KAJAL SITWALA, MD, PhD
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