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Affix the label with color designation identical to the color of the blood collection tube. 

 (Color of the tube is indicated on the lower right hand side of the label) 

Please see the example below of how to label each tube with the correct COLOR LABEL. 

ERRONEOUS RESULTS WILL OCCUR IF THE WARDE SOFT LABEL INDICATING THE COLOR OF 
THE TUBE IS NOT MATCHED WITH THE CORRESPONDING COLORED TUBE. 

THIS COLOR 

NEEDS TO MATCH 

THE TUBE COLOR. 

USE THE 

PROCESSING 

LABEL ONLY. 

PROCESSING 

LABEL HAS THE 

BLACK BAR. 


